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Probara Corporation
14600 Metro Plaza blvd

Edmond, OK 73013
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Equipment Information

Fluke Model 700P09 / 700P09EX Pressure Module

Calibration Results
Parameter Tested Nominal AsFound AsLeft Low Limit High Limit EU (k=2)
Pressure Verification
300.0 psi 300.2 299.2 300.8 0.23 psi
600.0 psi 600.2 599.2 600.8 0.23 psi
900.0 psi 900.2 899.2 900.8 0.23 psi
1200.0 psi 1200.3 1199.2 1200.8 0.23 psi
1500.0  psi 1500.3 1499.2 1500.8 0.23 psi

Accuracy: 1 Year 0 to 50 °C +0.05% of Span

Range: 0.0 psi to 1500.0 psi

Measurement results that are greater than limits of error are indicated by an "!"

The above measurement uncertaintites represent expanded uncertainties expressed at approximately
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the 95% confidence level using a coverage factor of k=2
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